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Summary 
In order to evaluate the relation between balloon design (monofoil, trefoil) and valvular configuration, 
experimental ortic valvuloplasty was performed in four post-mortem hearts with calcific aortic stenosis of 
various morphology. The degree of obstruction of the aortic orifice was assessed by computed axial 
tomography during inflation of monofoil 15 and 19 mm and trefoil 3 x 12 mm balloon catheters. We also 
evaluated the hemodynamic repercussion ofballoon inflation (fall in systolic aortic pressure) in four elderly 
patients with acquired aortic stenosis who underwent a percutaneous transluminal aortic balloon valvu- 
loplasty, with stepwise increasing balloon sizes of 15 ram, 19 mm and 3 x 12 mm, as during our in vitro 
experiments, and who underwent aortic valve replacement later on. In these patients, we correlated the 
anatomy of the excised aortic valves with the retrospective analysis of aortic pressure curves recorded uring 
previous valvuloplasty procedures. 
Our experimental nd clinicopathological observations showed that the degree of obstruction of the aortic 
orifice in post-mortem specimens and the tolerance to balloon inflation in live patients are dependent ofthe 
valvular configuration. Although trefoil balloons have the theoretical advantage to avoid complete obstruc- 
tion of the aortic orifice during inflation, we observed that in presence of a tricuspid configuration, they could 
be potentially more occlusive than monofoil balloons ince each of the 3 individual components ofthe trefoil 
balloon occupied the intercommissural spaces while inflated. However, they offered more residual free 
space when inflated in aortic valves with a bicuspid configuration (i.e. congenitally bicuspid valves or 
tricuspid valves with one fused commissure). 
In our opinion, these observations are relevant, since degenerative disease of the aortic valve (i.e. tricuspid 
valve without commissural fusion) is now recognized as the most common etiology of aortic stenosis in the 
elderly. 
Abbreviations: AS = aortic stenosis; AVA = aortic valve area; PTAV = percutaneous transluminal aortic 
balloon valvuloplasty 
* A video supplement to this article has been published in Cardiac Imaging Video Journal volume 2, nr. 4, 1989, see Reference 29. 
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Introduction 
Percutaneous transluminal ortic balloon valvulo- 
plasty (PTAV) for acquired aortic stenosis (AS) has 
been introduced a few years ago as an alternative 
for valve replacement i  patients with high surgical 
risk or for those who refused surgical intervention 
[1, 2]. Procedure-related complications, limited he- 
modynamic improvement and he high recurrence 
rate reported until now [3-16] have decreased the 
initial enthusiasm for this relatively new technique. 
Despite these current limitations, PTAV is cur- 
rently regarded by many cardiologists as a pallia- 
tive treatment in a subset of patients with prohib- 
itive surgical risk. Some authors recently advocat- 
ed PTAV as a 'bridge' procedure to improve left 
ventricular function before aortic valve replace- 
ment or non-cardiac surgery [17, 18]. 
However, other shortcomings of the procedure 
are 1) the largely unpredictable individual toler- 
ance to balloon inflation (hypotension) and 2) the 
unpredictable immediate hemodynamic results in 
an individual patient. The incidence of non-respon- 
ding or poorly responding patients (aortic valve 
area still < 0.7 cm 2 at the end of the procedure) is
ranging from 18.7% to 38.2% [12]. These facts 
suggest that some morphological spects (bicuspid 
or tricuspid valve, fused or non-fused commis- 
sures) or other factors like the volume occupied by 
nodular calcifications and residual elasticity of 
some leaflets [19] can adversely influence the he- 
modynamic results of the procedure. Furthermore, 
it seems conceivable that balloon catheters of dif- 
ferent shapes (monofoil, bifoil, trefoil)operate 
with distinct mechanisms of dilatation in the pres- 
ence of a specific valvular morphology. 
To circumvent hypotensive responses during 
balloon inflation, trefoil balloon catheters have 
been introduced recently. Attractive advantages of 
this device have been demonstrated in animal ex- 
periments [20] and it has been effective in allowing 
continuous blood flow during inflation in the set- 
ting of pulmonary valvuloplasty in adults [21], aor- 
tic valvuloplasty in children and young adults [22], 
and in mitral and aortic valvuloplasty in adults 
[23--24]. However, the degenerative, remodeling 
and calcifying process peculiar to acquired AS in 
elderly patients differs largely from the patholog- 
ical changes observed in congenital nd rheumatic 
valvular diseases; this may explain why some of 
these patients till present abrupt and severe falls in 
aortic pressure, even when PTAV is performed 
with trefoil balloon catheters. In order to achieve 
better hemodynamic results and to obtain technical 
refinements in the valvuloplasty material, we have 
to improve our knowledge of the operational 
mechanisms of dilatation. Intra-operative, post- 
mortem and experimental studies on the mecha- 
nisms of aortic valvuloplasty have been reported 
until now, based mainly on visual inspection and 
low-energy x-ray techniques [19, 25-27]. In order 
to obtain detailed quantitative information on the 
intravalvular calcium distribution before and after 
valvuloplasty and to further elucidate the oper- 
ational mechanisms of dilatation, we have per- 
formed thin-slice computed tomographic s anning 
in post-mortem hearts with calcific AS before, dur- 
ing and after balloon valvutoplasty [28]. This tech- 
nique avoided superimposition of structures and 
provided vastly superior density resolution com- 
pared to conventional x-ray techniques. In our 
study, fracture of nodular calcifications, commissu- 
ral separation and central raphe splitting were the 
observed mechanisms of balloon valvuloplasty. 
However, calcium redistribution [27] could not be 
recognized as an operational mechanism, since no 
dilatation-related modification i  density and vol- 
ume of the calcific deposits was observed with com- 
puted tomographic scanning. Furthermore, com- 
puted axial tomography provided useful informa- 
tion concerning the relations between balloon size 
and shape and valvular configuration. To our 
knowledge, few reports have focused on this partic- 
ular aspect of aortic balloon valvuloplasty. 
In this article, we describe our experimental and 
clinicopathological observations related to aortic 
valvuloplasty performed with single circular 
(monofoil) and trefoil balloon catheters in human 
hearts with acquired AS. We will present areview 
of our previous experimental findings and we will 
correlate these results with our recent clinicopatho- 
logical observations, based on retrospective analy- 
sis of valvuloplasty procedures performed in some 
patients who underwent subsequently a valve re- 
placement and from whom excised aortic valves 
were available for anatomopathological evalua- 
tion. For more detailed information concerning 
our in vitro experiments, the reader is referred to 
our previous publication [28]. Our experimental 
findings have been published in video format, see 
reference 29. 
Experimental valvuloplasty 
Material and methods 
Four hearts with calcific, stenotic aortic valves and 
intact aortic rings were selected from our collection 
of autopsy specimens (Pathology Department 1,
Erasmus University). The mean heart weight was 
583 + 78 g (range: 538-700 g). The average thick- 
ness of the left ventricular wall was 19.5 + 1.9 mm. 
Case I 
This specimen was obtained from a 67 year-old 
female who died suddenly. The aortic valve was 
tricuspid, with extensive nodular calcifications of 
the valve cusps projecting into he valve sinuses, 
but without commissural fusion. These findings 
were compatible with a degenerative etiology. 
Case 2 
The second specimen came from a 71 year-old male 
patient in whom a pre-mortem cardiac catheter- 
ization had shown a mean systolic aortic gradient 
and a valve area of 70 mmHg and 0.6 cm 2, respec- 
tively. Mild aortic regurgitation, moderate com- 
bined mitral valve disease and subocclusive stenos- 
es of the left anterior descending and circumflex 
arteries were also present. This patient died after 
having sustained a large anterior myocardial in- 
farction. At pathological examination, the coexist- 
ing mitral valve disease and the tight, heavily calci- 
fied commissural fusion between on-coronary and 
right coronary aortic cusps were in accordance with 
a rheumatic etiology. Although originally tricus- 
pid, the aortic valve had a bicuspid configuration, 
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owing to the tightly fused commissure. Nodular 
calcifications on the aortic aspects of the cusps were 
also observed. 
Case 3 
Irreversible cardiogenic shock occurred in this 73 
year-old male patient, as a consequence of a poste- 
rior myocardial infarction. Post-mortem examin- 
ation revealed a congenitally bicuspid aortic valve. 
The larger anterior cusp was divided by a central 
calcified raphe, extending across the floor of the 
aortic sinus from aorta to the free dge. The valve 
had moderate nodular calcifications, but no com- 
missural fusion. 
Case 4 
The fourth heart was obtained from a 50 year-old 
female in whom a previous catheterization had 
demonstrated a mean systolic aortic gradient of 
77 mmHg and a calculated valve area of 0.7 cm 2. 
This patient, while awaiting surgical correction, 
developed fatal acute puhnonary edema. At au- 
topsy, the valve was also congenitally bicuspid, but 
with an almost symmetric configuration, a moder- 
ate bilateral commissural fusion, and diffuse calci- 
fications confined to the leaflets. In the anterior 
cusp, a calcified central raphe was also observed. 
Specimens were originally preserved in a 10% for- 
malin solution but were kept in water for 30 days 
before the experiment. Cylindrical calipers of in- 
creasing diameter (range: 3-30 mm) were used to 
assess the aortic orifice area, while the aortic annu- 
lus diameter was measured directly. All specimens 
were examined on a Tomoscan 350 clinical unit 
(Philips, Phitips Medical Systems, Best, Nether- 
lands). Three radiopaque markers w esutured to 
the aortic wall at the leaflet level and used as refer- 
ence points in the scanning procedures. Axial scan 
series, covering the entire aortic valve region, were 
performed with contiguous scans of 1.5 mm thick- 
ness. Off-line evaluation was performed on a Phi- 
lips Stand Alone Viewing System, enabling sagittal 
reconstruction, contour detection of the region of 
interest, and calculation of volumes and mean com- 
puted tomographic attenuation values (Hounsfield 
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Fig. 1. Axial scans of a post-mortem specimen (case # 1) per- 
formed at the level of the aortic valve orifice, during inflation of 
15 mm, 19 mm and trefoil 3 x 12ram balloons (enlargement 
factor:4 x). This vane was the most heavily calcified, The 
density is decreasing from white areas (calcium deposits, cathe- 
ters, radiopaque markers), to the grey (heart and valve soft 
tissue, water in inflated balloons), and the black areas (air). 
During inflation, the 15 mm balloon was displaced towards the 
less calcified left aortic cusp (Fig. 1A). Minimal increment in 
valve area was achieved. The inflated t9 mm balloon occupied 
also an asymmetrical position in the aortic orifice, but the dis- 
placement of the free edges of the cusps was greater than with 
the previous dilatation, involving also the most heavily calcified 
leaflet (Fig. 1B). Fracture of nodular calcifications was noted at 
visual inspection. During inflation of the trefoil balloon (Fig. 
1C), a rotating movement was observed. At the end of inflation, 
the three intercommissural spaces were occupied by the 3 indi- 
vidual components of the balloon, almost otally occluding the 
aortic orifice. At visual inspection, the increase in cusps mobility 
was associated with full-thickness fracture of the heavy nodular 
calcifications. L: left; R: right. 
Table 1. Clinical data, macroscopic aspects and computed tomographic evaluation of vane calcium deposits of the four post-mortem 
specimens 
Case Sex Age No cusps Commissural Valve ring Calcium deposits 
fusion diameter 
(ram) Volume (cm 3) CT value (HU) 
1 F 67 3 No 24 1.21 948 
2 M 71 3 Yes 24 0.29 132 
3 M 73 2 No 22 0.19 281 
4 F 50 2 Yes 20 0.17 121 
CT value = computed tomographic attenuation value; HU = Houndsfield Units; F = female; M = male. 
Units) of calcium deposits. In all specimens the 
region of interest contour mode was used to deter- 
mine the residual orifice area during each inflation. 
Evaluation of all the axial scans was used to assess 
the minimal free space between leaflets and bal- 
loon. 
Post-mortem aortic valvuloplasty was performed 
with balloons of increasing diameter, passed retro- 
gradely from the aorta into the left ventricle. First, 
a monofoil 15 mm balloon (inflated cross-sectional 
area: 1.8 cm ~) was manually inflated across the aor- 
tic valve with a pressure of 3 atmospheres. Thereaf- 
ter, a second and third dilatation were performed 
with a monofoil 19 mm (area: 2.8 cm 2) and a trefoil 
3 z 12ram (3.4cm 2) balloon catheter,* both in- 
flated to a pressure of 3 or 4 atmospheres. Balloons 
were inflated until complete disappearance of in- 
dentation of the valves on the balloons. Leaflet 
avulsion, valve ring disruption or liberation of val- 
vular debris did not occur in any specimen. Experi- 
mental valvuloplasty with bifoil-designed balloon 
catheters was not assessed in this study, since they 
were not commercially available at that time in our 
institution. 
Measurement of the aortic valve orifice by cy- 
lindrical calipers was performed at the beginning 
and after each dilatation. Visual inspection, pho- 
tographs and axial computed tomographic scans 
were obtained before, during and after each bal- 
loon inflation. Figure 1 provides an example of 
computed axial tomography scans obtained at the 
level of the aortic valve orifice during experimental 
valvuloplasty in a post-mortem specimen. 
Table 2. Aortic valve area (cm z) before experimental v',~vu- 
loplasty and after dilatation with 15 ram, 19 mm and 3 x 12 mm 
balloons, as calculated by cylindrical calipers 
Balloon size Case I Case 2 Case 3 Case 4 
BASAL 0.20 0.78 0.95 0.95 
15 mm 0.28 1.76 0.95 0.95 
19ram 0.50 2.26 1.76 1.76 
3 × 12ram 0.95 3.14 2.83 2.54 
* Schneider Shiley A.G. Zurich, Switzerland. 
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Fig. 2. Computed tomographic evaluation of the residual aortic 
orifice (era 2) during inflation of 15ram, 19ram and 3 z 12ram 
balloons in the post-mortem specimens, as determined by the 
region of interest contour mode. In cases where a bicuspid 
configuration was present (cases 2, 3 and 4), the trefoil 3 x 
12 mm balloon allowed more free space between balloon and 
leaflets, while the monofoil 15ram and 19ram balloons were 
both more occlusive, despite their smaller cross-sectional sur- 
faces. Conversely, when the valve had a tricuspid configuration 
(case 1: tricuspid valve without fused commissures), the trefoil 
balloon was much more occlusive (residual aortic orifice: 
0,09cm 2) than monofoit 15ram and 19ram balloons (residual 
aortic orifice: 0,53 and 0,30 cm 2, respectively). 
Results and comments 
Table 1 summarizes clinical data and macroscopic 
aspects of the four valves. Volumes and mean com- 
puted tomographic attenuation values of the calcif- 
ic deposits are also tabulated. Table 2 shows the 
aortic valve area (AVA) obtained before and after 
dilatation with 15 ram, 19 mm and 3 x 12 mm bal- 
loons in each case, as calculated by cylindrical cali- 
pers. Figure 2 represents he minimal free space 
(residual aortic orifice) observed uring inflation, 
as determined by the region of interest contour 
mode. 
During inflation of the 15 mm balloon, a residual 
free space between the balloon and the aortic usps 
of at least 0.30 cm 2 was observed in cases 1and 2. 
However, in presence of a congenitally bicuspid 
valve (cases 3 and 4), balloon inflation resulted in 
an almost complete obstruction ofthe aortic orifice 
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Fig. 3. Patient B: Aortic pressure curves recorded at the time of percutaneous aortic valvuloplasty during dilatation with 15 mm, 19 mm 
and 3 × 12 mm balloon catheters. In this patient, anatomopathological evaluation revealed a congenitally bicuspid calcified aortic valve. 
Balloon inflation is represented bydownward arrows ( ~ ) and deflation by upward arrows ( ~' ). The dotted lines show the point on the 
curves where the lowest systolic aortic pressure values were selected. During dilatation with the 15 mm balloon (upper tracing), blood 
pressure dropped rapidly to 60 mmHg, but an increase to 80 mmHg was noted shortly after. However, the inflated monofoil 19 mm 
balloon (center tracing) was very occlusive, resulting in a marked fall in blood pressure (30 mmHg) and disappearance of the 
systolo-diastolic waves. The balloon was rapidly deflated after 20 seconds and blood pressure returned almost immediately to120 mmHg 
(not shown). No loss of consciousness occurred. During inflation of the 3 × 12 mm balloon (lower tracing), the lowest systolic pressure 
was 80 mmHg and was well tolerated, even if that balloon had the largest inflated cross-sectional area. A transient decrease in blood 
pressure occurred at the time of deflation. This phenomenon is relatively common during deflation, although not completely 
understood. 
(0.07 and 0.02 cm 2, respectively). No gross fracture 
of nodular calcifications nor commissural or raphe 
splitting were observed in any specimen. A moder- 
ate increase in AVA occurred only in case 2, while 
minimal or no changes were achieved in the re- 
maining cases (Table 2). It should be noted that in 
none of the specimens did the inflated 15 mm bal- 
loon occupy a central position in the aortic orifice. 
The stretching induced by the balloon was more 
important on the less calcified, more flexible valve 
leaflets. 
Concerning the 19 mm balloon, a significant in- 
crement in AVA was achieved in all the spedmens. 
Although the balloon still occupied an asymmetri- 
cal position in the aortic orifice, larger displace- 
ment of the free edges of the cusps were observed, 
involving the most heavily calcified leaflets. Except 
in case 1, which was a tricuspid valve without com- 
missural fusion, this balloon was almost occlusive 
in the remaining cases. The better residual free 
space observed in case 1 (0.30cm z) can be ex- 
plained by a wider opening of the leaflets, which in 
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turn created an increment in intercommissural 
spaces. Fracture of nodular calcifications were 
noted in cases 1 and 2 at visual inspection. Partial 
commissural separation or central raphe splitting 
occurred in cases 2, 3 and 4. 
Conversely, despite the larger transverse dia- 
meter and cross-sectional area of the inflated 3 × 
12 mm trefoil-shaped balloon, the residual orifice 
during inflation was paradoxically greater than 
with previous dilatations in all cases except in case 
1, due presumably to the peripheral and central 
spaces generated by the trefoil configuration. This 
advantage of the trefoil shape was already known, 
but we remarked that it was mostly evident when a 
'bicuspid' configuration could be observed (case 2: 
tricuspid valve with one fused commissure; cases 3 
and 4: congenitally bicuspid valves). However, in 
presence of a tricuspid morphology (case 1), the 
opposite effect was observed. This may be ex- 
plained by the rigidity of the leaflets related to the 
degenerative process, which have oriented passive- 
ly the individual parts of the inflating trefoil bal- 
loon to engage each of the three intercommissural 
spaces. 
Table 3. Clinical data, pathological findings related to the excised valves and hemodynamic data obtained before and after PTAV, in 
patients who underwent valve replacement after PTAV 
Patient A Patient B Patient C Patient D 
Age (years) 65 73 64 74 C 
L 
I 
N 
I 
C 
A 
L 
P 
A 
T 
H 
O 
L 
O 
G 
Y 
V 
A 
L 
V 
U 
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L 
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T 
Y 
Interval* (months) 1 10 9 8 
Reason for surgery F F R R 
Valve anatomy T B B T 
Commissural fusion 
Calcifications 
Tearing of leaflets 
Gradient (mean) 
A.V.A. (cm 2) 
3+ 3+ 2+ 3+ 
PRE 50 80 68 74 
POST 40 58 41 47 
Pre 0.5 0.3 0.4 0.5 
POST 0.6 0.4 0.7 0.7 
+** 
B = bicuspid; F = failed valvuloplasty; R = restenosis; T= tricuspid; A.V.A. = aortic valve area, calculated with the Gorlin's 
formula; PRE = before valvuloplasty; POST = after valvuloplasty; * Time elapsed between aortic valvuloplasty and valve replace- 
ment; • * PTAV did not result in commissural separation in patient D. 
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Fig. 4. Lowest systolic aortic pressure values recorded uring 
inflation of monofoil 15 rata, 19 mm and trefoil 3 x 12 mra bal- 
loons in four patients who underwent elective percutaneous 
aortic valvuloplasty I to I0 months before valve replacement. In 
cases where more than o e inflation was performed with the 
same balloon catheter, the curve showing the lowest systolic 
pressure value was selected. In patients in whom a bicuspid 
configuration was present (B and C: congenitally bicuspid 
valves; D: tricuspid valve with one coramissural fusion not 
separated by balloon valvuloplasty), the 19 mm balloon generat- 
ed a more dramatic fall in blood pressure and was less tolerated 
than the larger trefoil 3 x 12 rata balloon (30 vs 80 mmHg, 25 vs 
50 ramHg, and 30 vs 60 ramHg, respectively). Conversely, in 
patient A (tricuspid valve without commissural fusion), the 
trefoil balloon offered no advantage compared to the 19 mm 
balloon, as reflected by the slightly lower blood pressure observ- 
ed during the 3 x 12 mm balloon inflation, 
Clinicopathological observations 
In order to compare the results of experimental 
valvuloplasty o the clinical situation, we analysed 
retrospectively aortic pressure curves recorded 
during dilatation at the time of PTAV in patients 
who underwent subsequently a valve replacement. 
We have correlated these hemodynamic data with 
the anatomopathological evaluation of the surgi- 
cally excised aortic valves. 
Methods 
From March 1986 to October 1988, thirty-five el- 
derly patients underwent PTAV in our institution. 
The technique of the valvuloplasty procedure itself 
in our institution has been described earlier by our 
group [10]. Ten of these patients ubsequently un- 
derwent an aortic valve r placement (6for resteno- 
sis, 3 for a failed procedure and one patient for 
severe aortic regurgitation). In four of these surgi- 
cal patients, a stepwise dilatation with 15mm, 
19mm and trefoil 3 × 12mm balloons had been 
performed, in the same sequence as during our in 
vitro experiments described above. Two of these 
patients underwent surgery for failed PTAV, since 
increments inAVA achieved by valvutoplasty were 
only minimal, without significant symptomatic im- 
provement. The two other patients underwent 
valve replacement for recurrence of stenosis, de- 
fined as a clinical recurrence of symptoms with 
either a return of maximal aortic valve flow velocity 
to pre-valvuloplasty values on echo-Doppler flow 
measurements, or an invasively measured AVA 
which was less than 25% larger than before PTAV. 
The hemodynamic repercussion of aortic orifice 
obstruction generated by balloon inflation was as- 
sessed by the systolic aortic pressure, continuously 
recorded throughout the procedure by a 7 F pigtail 
catheter positioned in the descending aorta. Systol- 
ic aortic pressure values were obtained by review- 
ing the aortic pressure tracings recorded on paper 
during the PTAV procedures. The pressure curves 
recorded uring dilatation were analyzed and the 
lowest systolic aortic pressure values (nadir) were 
selected. Since the pressure scale on the recording 
paper grid was 4mmHg/mm, the lowest systolic 
aortic pressure value was arbitrarily rounded to 
5 mmHg (for example: 12 mm= 48 mmHg; round- 
ed to 50mmHg). In cases where more than one 
inflation was performed with the same balloon, the 
pressure curve showing the lowest systolic aortic 
pressure value was selected. Figure 3 gives an ex- 
ample of the aortic pressure curves recorded uring 
a valvuloptasty procedure. 
Results and comments" 
Table 3 summarizes clinical data, pathological find- 
ings related to the excised valves and hemodynamic 
data of the PTAV procedures. Figure 4 illustrates 
the lowest systolic aortic pressure recorded in the 
four patients, when the different balloons were 
fully inflated. 
The mean age was 69.0 years (range: 64-75 
years) and the mean time interval between PTAV 
and valve replacement was 7.0 months (range: 1-10 
months). Despite the limited number of patients 
available, we noted that in patients in whom a 
bicuspid valve configuration was present (patients 
B an C: congenitally bicuspid valves; patient D: 
tricuspid valve with one fused commissure in which 
PTAV did not result in commissural separation), 
dilatation with the single circular 19 mm balloon 
was less well tolerated than with the larger 3 x 
12 mm trefoil balloon, as revealed by the systolic 
aortic pressure during inflation (Fig. 4). These ob- 
servations correlated well with our experimental 
findings, which have shown that inflated trefoil- 
shaped 3 x 12 mm balloons allowed more residual 
free space in presence of a bicuspid configuration. 
Conversely, pathological examination of the 
aortic valve in patient A revealed a calcified tri- 
cuspid valve without commissural fusion (i.e. tri- 
cuspid configuration), in accordance with a degen- 
erative etiology. In this case, dilatation with the 
3 × 12mm balloon did not appear to offer any 
advantage, being as occlusive as the 19 mm circular 
balloon (Fig. 4). These findings do not confirm but 
suggest strongly that intercommissural spaces may 
have been obstructed by each of the three individu- 
al parts of the trefoil balloon, as observed in our in 
vitro experiments. 
Discussion 
In contrast with other valvular heart diseases in 
which balloon valvuloplasty has been applied, ac- 
quired AS in the elderly is characterized bya broad 
spectrum of valvular morphology. We have as- 
sessed qualitatively and quantitatively the effects 
of dilatation with different balloons in aortic valves 
of various morphology (bicuspid, tricuspid, fused 
and non-fused commissures) and etiology (degen- 
erative, congenital nd rheumatic), but theextra- 
polation of our experimental results to other cases 
with different anatomy should be made with cau- 
tion. 
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The increments in AVA achieved after experi- 
mental valvuloplasty were much greater than those 
reported in clinical trials. It seems unlikely that his 
discrepancy was related to the effects of formalin 
fixation. In fact, formalin preservation alters valvu- 
lar fibrous proteins and leads to stiffening of the 
valve leaflets and reduction of the elastic properties 
of the aortic cusps, resulting in increased rigidity of 
the aortic valve leaflets. Thus, it seems conceivable 
that smaller increments in AVA would have been 
obtained after formalin fixation. However, it 
should be noted that previous reports [26] com- 
pared the effects of balloon dilatation on 27 calcif- 
ic, stenotic aortic valves dilated after variable peri- 
ods of fixation in formalin and on 12 non-preserved 
valves dilated either at post-mortem examination 
or in the operating room and observed no apparent 
difference inresults. In our experimental study, the 
greater increments in AVA, compared to those 
achieved in the clinical situation, are rather ex- 
plained by: 1) easy and optimal positioning of the 
balloon in a non-beating heart, 2) the possibility to 
perform prolonged inflation time without creating 
adverse ffects uch as hypotension and 3) direct 
measurement of AVA by cylindrical calipers, which 
differs greatly from the Gorlin's formula used in 
live patients. 
Our experimental observations have demon- 
strated that use of balloons with diameter smaller 
than 19 mm resulted generally in minimal or no 
increment in aortic valve area. The radial forces of 
the inflating 15 mm balloon were initially applied 
on the less calcified and more flexible leaflets and 
the space occupied by the fully inflated balloon was 
not sufficient to displace substantially the free edg- 
es of the more rigid leaflets. This was depicted by 
the asymmetrical position of the inflated 15 mm 
balloon observed in all the experimental cases. 
Clinical experience has also shown that better he- 
modynamic improvements can usually be achieved 
with balloons of larger diameter [30]. Some authors 
advocate the use of oversized balloons (i.e. larger 
than the aortic ring) to obtain better hemodynamic 
results [31] but some controversies still exist, based 
mainly on the fear of producing catastrophic com- 
plications uch as tearing of aortic leaflets or aortic 
wall dissection, resulting in major aortic regurgita- 
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tion, cardiac tamponnade or fatal aortic rupture 
[32, 33]. Furthermore, acquired aortic stenosis is 
frequently associated with extensive calcific vege- 
tations, protruding into the valve sinuses. During 
balloon inflation, this calcium bulk may prevent 
the complete apposition of the aortic leaflets 
against he aortic wall. If oversized balloons are 
used in this situation, the trapped calcific vegeta- 
tions can further increase the mechanical stress 
generated by the inflating balloon on the aortic 
wall, which may lead to disastrous consequences. 
Extensive calcifications may also provide addition- 
al explanations on the limited hemodynamic im- 
provements achieved by PTAV in a non negligeable 
proportion of patients [19]. For instance, the lowest 
obtained AVA in our experimental study occurred 
in the most heavily calcified valve (case 1), reflect- 
ed by the largest volume and the highest density on 
computed tomographic s anning (Table 1). In our 
clinical observations, the failed PTAV procedures 
occurred in patients A and B, in whom aortic valves 
were also heavily calcified. 
Trefoil balloons have been developed in attempt 
to avoid complete interruption of blood flow dur- 
ing inflation and to reduce the frequency of marked 
hypotension during valvuloplasty procedures. This 
advantage has been observed during inflation 
across the aortic valve in dogs, in pulmonary valvu- 
loplasty in adults, aortic valvuloplasty in children 
and young adults, and in mitral and aortic valvu- 
loplasty in adults [20-24]. Our experimental nd 
clinical observations suggest that trefoil balloons 
allow a larger residual orifice and can provide a 
better blood flow during inflation i  presence of a 
bicuspid configuration, despite its superior inflated 
cross-sectional area (3.4 cm 2) compared to the cir- 
cular 19mm balloon (area: 2.8cm2); on the con- 
trary, the trefoil-shaped balloon does not appear to 
offer the same advantages in presence of a tricuspid 
aortic configuration. In order to compare the tre- 
foil 3 x 12 mm balloon with a single circular bal- 
loon of equivalent diameter, experimental valvu- 
loplasty using a monofoil 25 mm balloon would 
have been interesting, but this size was not com- 
mercially available at the time of our in vitro ex- 
periments. Nevertheless, it seems conceivable that 
the obtained results would have been similar in 
cases where a bicuspid configuration was present, 
since the 19 mm balloon was already almost com- 
pletely occlusive. 
Balloon catheters with a bifoil design have also 
been introduced recently. As mentioned previous- 
ly, bifoil balloons were not assessed in our study, 
since they were not commercially available in our 
institution at the time of our in vitro experiments 
and they have not been used during valvuloplasty 
procedures inpatients from whom our clinicopath- 
ological observations were derived. In a recent re- 
port of Voudris et al. [34], it has been stated that 
bifoil balloons offered better hemodynamic results 
and a better tolerance during inflation than mono- 
foil and trefoil balloon catheters. The balloon cath- 
eters assessed in that study were monofoil 19 mm 
(inflated area: 2.8cm2), bifoil 2 x 15mm (area: 
3.5 cm 2) and trefoil 3 x 10 mm (area: 2.4 cm2). The 
better hemodynamic results achieved may be relat- 
ed simply to the greater inflated area of the bifoil 
balloon used in that study. They also reported a
higher ate of marked hypotension i  the group of 
patients in which a 3 x 10 mm trefoil balloon was 
used. However, this subgroup had the more de- 
pressed left ventricular function before PTAV; 
thus, the relatively poorer tolerance of inflation 
observed might not be entirely related to the trefoil 
design. Furthermore, since the valvular configura- 
tion was not known, it may be speculated that some 
of these patients had indeed aortic valves with tri- 
cuspid configuration and according to our observa- 
tions, use of trefoil balloons in this situation can 
lead to an almost complete interruption of aortic 
flow and severe hypotension. Further experimen- 
tal studies with monofoil, bifoil and trefoil balloon 
catheters of equivalent inflated cross-sectional ar- 
eas, assessed in different valvular configurations, 
would certainly be very useful for improving our 
knowledge of the balloon - leaflets relationship n
PTAV. 
Conclusion 
Our experimental and clinicopathological observa- 
tions have shown that the degree of aortic orifice 
obstruction during inflation of a monofoil or a tre- 
foil balloon is dependent on the underlying valvu- 
lar morphology. In our opinion, these observations 
are relevant, since degenerative disease of the aor- 
tic valve is now recognized as the most common 
etiology of aortic stenosis in the elderly, based on 
the knowledge of the changing natural history of 
aortic stenosis observed since a few decades [35]. 
Some authors have also reported that heavily calci- 
fied congenitally bicuspid aortic valves were at 
higher risk for complications from PTAV, such as 
irreversible hypotension [36]. These findings de- 
mand that, in clinical practice, a careful assessment 
of the valvular anatomy should be attempted in 
patients in whom PTAV is planned, in order to 
individualize the choice of the valvuloplasty mate- 
rial and to optimize the tolerance of the procedure. 
Unfortunately, accurate characterization of the 
valvular morphology of stenotic aortic valves in 
elderly patients can be often misleading, due to 
remodeling of the valve architecture by the degen- 
erative process and calcium deposition. Until now, 
conventional techniques uch as contrast angiogra- 
phy and precordial echocardiography have not 
been proved to be reliable for assessing accurately 
the valvular morphology of acquired AS. Transe- 
sophageal [37] or intravascular echography [38] can 
be valuable techniques to provide useful images of 
valvular anatomy and represent promising solu- 
tions to this diagnostic problem, especially in obese 
or emphysematous patients. Fiberoptic angioscopy 
can also provide diagnostic informations on aortic 
valvular morphology [36], but probably with a less- 
er degree of accuracy and applicability, compared 
to transesophageal and intravascular ultrasound 
imaging. 
However, all these techniques have the major 
disadvantage to be relatively invasive. But recent- 
ly, ultrafast computed tomography has been used 
in the diagnosis of aortic valve stenosis and assess- 
ment of its severity in a small number of patients 
[39, 40]. Good correlations with catheterization- 
derived AVA have been obtained and in some pa- 
tients, heavily calcified bicuspid and tricuspid aor- 
tic valves were clearly identified. Even if the over- 
all accuracy is not yet defined, this noninvasive 
technique seems very" promising as a diagnostic 
adjunct to improve the safety of PTAV. 
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